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INRIA-CNRS-Université de Lorraine, LORIA, Vandœuvre-lès-Nancy, France
(Dated: February 5, 2016)
Acquisition of dynamic articulatory data is of major importance for studying speech production.
It turns out that one technique alone often is not enough to get a correct coverage of the whole
vocal tract at a sufficient sampling rate. Ultrasound (US) imaging has been proposed as a good
acquisition technique for the tongue surface because it offers a good temporal sampling, does not
alter speech production, is cheap and widely available. However, it cannot be used alone and this
paper describes a multimodal acquisition system which uses electromagnetography sensors to locate
the US probe. The paper particularly focuses on the calibration of the ultrasound modality which is
the key point of the system. This approach enables ultrasound data to be merged with other data.
The use of the system is illustrated via an experiment consisting of measuring the minimal tongue
to palate distance in order to evaluate and design Magnetic Resonance Imaging protocols well suited
for the acquisition of 3D images of the vocal tract. Compared to manual registration of acquisition
modalities which is often used in acquisition of articulatory data, the approach presented relies on
automatic techniques well founded from geometrical and mathematical points of view.
PACS numbers: 43.70.Jt, 43.70.+i
I. INTRODUCTION
Technical advances in acquiring articulatory data
have often conditioned scientific breakthroughs in speech
production modeling. The work of Chiba and Kajiyama
(particularly the third part entitled “The measurement
of the vocal cavity and the calculation of natural fre-
quencies”) is exemplary from this point of view. It as-
sociates several modalities of imaging (X-ray photogra-
phy, palatography and laryngoscopic observation of the
pharynx) to determine the cross sectional area function
of vowels which is then used to calculate resonance fre-
quencies. Very substantial advances have been achieved
in the acquisition of static articulatory data. By offering
a millimetric accuracy, 3D MR (Magnetic Resonance) im-
ages of the vocal tract have enabled (Baer et al., 1991;
Story et al., 1996) more accurate evaluations of vocal
tract acoustic modeling. On the other hand the acqui-
sition of dynamic geometric articulatory data still repre-
sents a challenge. Cineradiography has been abandoned
in the eighties because of the health hazard due to the
dose of X-ray received by subjects. Movies acquired in
the past still represent a valuable source of articulatory
data (Munhall et al., 1995; Sock et al., 2011) despite sev-
eral weaknesses. By nature X-ray images are the projec-
tion of the whole head onto the image plane. The con-
tours of the different organs are thus superimposed on
the Xray image. And particularly the tongue often gives
rise to several contours: that of the tongue groove in the
mid-sagittal plane, and one or two others corresponding
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to the exterior edge approximately one centimeter left or
right of the mid-sagittal plane. This explains why these
contours cannot be detected easily and why contours out-
lined by human experts are often marred by imprecision,
or even by mistakes. Additionally, the geometrical cal-
ibration is not always known precisely, and the X-ray
machine used sometimes did not allow the whole vocal
tract to be imaged.
These reasons explain the development of other
techniques essentially based on the tracking of flesh-
points, notably X-ray microbeam and electromagnetog-
raphy. X-ray microbeam (Westbury et al., 1994) has been
more or less abandoned partly because of the use of X-
ray even if the dose is very small, as well as the cost
of the machine, and above all the emergence of electro-
magnetography (Perkell et al., 1992; Zierdt et al., 1999).
Beside its innocuousness, the advantage of electromag-
netography is to offer a sufficiently high sampling fre-
quency (200 Hz for the most recent machines) to analyze
all speech articulatory gestures. The main weaknesses
are the small number of sensors that can be tracked si-
multaneously, currently twelve with most recent systems
but two or three have to be used to subtract head move-
ments, and the minimal distance to respect between two
sensors to avoid aberrant measures due to magnetic in-
terferences between neighboring sensors. It is therefore
possible to track three or four points on the tongue, which
is enough to derive a gross approximation of the tongue
shape, but not sufficiently accurate to get the precise
place of articulation of many consonants. Additionally,
wires connecting sensors to the articulograph change the
articulation (Katz et al., 2006).
The second direction of research consisted in ex-
ploiting other medical imaging techniques. Real time
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Magnetic Resonance Imaging (MRI) is probably the most
interesting in the long term (Bresch et al., 2008) all the
more since recent technological breakthroughs (Brunner
et al., 2009) are likely to significantly improve the image
quality in the future. But for the time being real time
MRI presents strong limits for the study of speech: there
are very few systems available, the spatial resolution is
very poor, the supine position alters speech articulation
and the machine noise induces the Lombard effect. Be-
sides, Ultrasound (US) imaging presents some interesting
advantages. It is a widely available technique, cheap, of-
fering a good temporal sampling (between 50 and 100 Hz
when imaging the vocal tract), and producing an accept-
able level of acoustic noise. Stone et al. (1983) pioneered
US imaging in the eighties and wrote a guide to analyzing
tongue motion from US images (Stone, 2005). However,
several technical issues have to be answered. First, the
possible motion of the probe during acquisition is not
taken into account. It is thus not possible to register im-
ages, and a fortiori to merge US images with images of
the vocal tract acquired with another acquisition modal-
ity. Second, US images do not cover the whole vocal tract
but only the mouth and the higher part of the pharynx.
Third, the jaw bone and air in the possible sublingual
cavity sometimes prevent visualizing the tongue.
The absence of a method allowing the probe to be
localized into a head-affixed coordinate system is prob-
ably the most critical issue. Since the objective is to
compensate for probe movements, one solution is to fix
the probe under the chin and to prevent the subject’s jaw
from moving. This solution was adopted by Stone and
Davis (1995) in the HATS system. It requires a strong
immobilization and consequently entails a very unnatu-
ral way of articulating speech. Indeed, jaw opening is
strongly reduced by the arm supporting the probe and
the head is completely immobilized. Scobbie, Wrench,
and van der Linden (2008) designed a helmet to hold
an US probe, whose advantage is to not immobilize the
head. However, arranging the helmet to the head requires
tightening several screws, which probably affects the ar-
ticulation of speech. Beyond the discomfort imposed to
the subject, the solutions proposed above do not enable
data from several recording sessions to be compared since
there is no guaranty that the immobilization device is po-
sitioned exactly in the same way in all the sessions. From
this point of view, Hueber et al. (2008) have developed
an original technique to guarantee a good inter-session
consistency. It consists of displaying the subject’s face
as it was in previous sessions and asking him to super-
impose his face at best on this reference. However, this
technique does not provide any metric quantification of
the registration.
A less constraining way to know the US probe and
the head positions is to track them along time. This
solution has been chosen by Whalen et al. (2005) to de-
sign the HOCUS system. Infrared sensors are fixed onto
the US probe, and on glasses attached with an elastic
band so that they cannot move relative to the subject’s
head. These sensors are tracked via the Optotrack sys-
tem (Northern Digital inc.). Actually, fleshpoints behind
the ears are probably less mobile but the nature of the
Optotrack system which utilizes infrared emitting diodes
(IREDs), requires the sensors be visible from the cam-
eras. The designers of the HOCUS system preferred not
to add probe immobilization device so as to avoid spuri-
ous articulatory compensation gestures. Therefore, there
is no guarantee that the probe remains in the mediosagit-
tal plane. This setup gives the position and orientation
of the probe and head in the optical coordinate system.
However, the plane of the US image cannot be known.
Designers thus added three sensors onto the US probe
so that the plane defined by these points approximately
coincides with that of the US image. The geometrical
transformation between sensors glued on the probe and
the US image is not calculated but only estimated by
hand. This lack of geometric calibration results in an
uncontrolled inaccuracy.
Beyond this inaccuracy, this system does not allow
for a point detected in the US image to be located in
3D. Indeed, the Optotrack system is only aware of the
position of the IREDs, whereas the point is detected with
respect to the origin pixel of the image. The resolution of
the US machine, as provided by the manufacturer, helps
to translate this location in millimeters but the distance
of at least one IRED to the origin pixel of the image is
further required to locate the point in 3D.
Moreover, the tongue is not completely imaged by
the US transducer. The hyoid bone hides the tongue root
in the lower pharynx and the US beam is generally not
sufficiently wide to cover the whole tongue. In the front
part of the mouth, the tongue tip is often not visible for
two reasons. First, the US beam is reflected by the jaw
bone and thus does not reach the tongue tip. Second, the
mouth floor of the sublingual cavity, when it exists (for
certain articulations, like /Su/ for instance), is the first
interface with air reached by the US beam, and prevents
the tongue tip from being imaged.
The present paper describes the ARTIS system
which incorporates an US machine to capture the tongue
contour, an electromagnetic (EM) localization device to
locate the US probe and the tongue tip via EM sensors,
and finally stereo vision cameras to track markers painted
on the speaker’s face. All these acquired data are syn-
chronized with the recorded audio track.
First, we describe the complete acquisition setup
and present experiments intended to evaluate the geo-
metric accuracy of the system. Then, we present the reg-
istration of US data with other imaging modalities, which
resorts to the calibration of the US machine with respect
to the EM system. Thereby, the geometrical transforma-
tion between the coordinate systems of these two modal-
ities is determined. This calibration enables the loca-
tion of any 2D point of the US image to be known in
the EM sensors 3D coordinate system. It avoids resort-
ing to manual registration which depends on the human
experimenter’s experience and whose validity and accu-
racy cannot be assessed easily. Practically, the real time
registration offers more flexibility to experimenters and
subjects since no immobilization is required to keep the
head perfectly still.
Finally, we show how this system can be used and
how other data can be merged.
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FIG. 1: Architecture of the acquisition system.
Fig. 1 and 3 present the overall system and setup.
Each acquisition has its own coordinate system and its
own temporal scale. The objective is to express all the
data acquired within a unique coordinate system and
temporal scale. The reference coordinate system is that
of the EM acquisition device because it enables the US
probe to be tracked and the head movements to be com-
pensated for, but eventually the objective is to express all
data in the coordinate system of the speaker’s head. The
reference temporal scale is that of the internal clock of
the PC which is a specialized chip with a precision of the
order of magnitude of one nanosecond. Each captured
event is time stamped.
Expressing all the geometric data in one reference
coordinate system covers three issues:
1. determining the three dimensional position of one
pixel for each image modality within the coordi-
nate system attached to this modality. This con-
cerns US imaging and optical cameras. It consists
of calibrating these two modalities. This refers to
the determination of their intrinsic geometric pa-
rameters so as to compute the three dimensional
position of points imaged or tracked in the coor-
dinate system. In practice this requires a ground
truth to be provided by an object whose geometric
properties are known and which can be imaged by
the modality to be calibrated.
2. determining the three dimensional position of one
pixel of the US modality within the reference co-
ordinate system, i.e. that of the EM localization
device. This is achieved by fixing sensors on the
US probe to track it. Additionally, gluing sensors
behind the subject’s ears and on nose bridge en-
ables the position of the head to be tracked. It
is thus possible to determine the position of US
pixels within a coordinate system attached to the
speaker’s head.
3. merging other modalities, which can be recorded at
the same time, such as images of the speaker’s face,
or prior MRI images of the speaker’s vocal tract
to get the palate shape for instance. In this case
the solution consists of computing the Euclidian
transformation between two clouds of points of the
upper part of the speaker’s face, each cloud being
provided by a modality.
The first component of the ARTIS system (see
Fig. 1) is a Logiq5 US system (GE Healthcare, the Chal-
font St. Giles, UK). Before designing the system, we
assessed several portable or fixed US machines and re-
tained the Logiq5 because it yields images of a better
quality than those acquired with a portable system, while
being at a reasonable cost. This choice made in 2009
could probably be questioned today with the emergence
of more effective portable systems. US movies are di-
rectly acquired into the memory of the Logiq5 in the
form of DICOM (Digital Imaging and COmmunication
in Medicine is the standard file format in the domain of
medical imaging) files. Files are then transferred and de-
coded to get the images. The utilization of DICOM files
instead of the US video output presents the advantage
of keeping the source sampling frequency and the image
quality of the US machine, instead of that imposed by
PAL video encoding system which lowers the sampling
frequency. We chose a microconvex 8C transducer, pro-
ducing US signals between 5 MHz and 9 Mhz. It offers a
good coverage of the tongue and its small size and curved
shape make it comfortable for the subject. The sampling
frequency is set to 66Hz.
The second component is the Wave miniature EM
system (Northern Digital inc., see Fig.2) including a mag-
netic field generator (MFG), a control unit and up to
twelve miniature coils (2 mm x 3 mm) tracked at a sam-
pling frequency of 100 Hz and providing 5 degrees of free-
dom (DOF) data: the position (3 DOF) and orientation
(2 DOF) of a coil are expressed in the coordinate system
of the magnetic field generator.
One 6 DOF EM sensor can be built using two 5 DOF
EM sensors, rigidly fixed relative to each other. We used
such a 6 DOF sensor, called MagTrax sensor, glued onto
the US probe to track it (see Fig. 4.b). The 6 degrees
of freedom define a full rigid body transformation (the 3
angles of the rotation and the 3 coordinates of the trans-
lation), called Tem which can be represented in the form
of a 3x4 matrix (the left 3x3 submatrix is the rotation
and the right column vector is the translation). It rep-
resents the transformation between the local coordinate
system rigidly linked to the MagTrax sensor, i.e. the US
probe, and the coordinate system of the MFG, which is
fixed in the room. For reasons of calibration and accu-













FIG. 2: Wave system and measurement volume with the magnetic field generator.
FIG. 3: Complete acquisition system (left) and example of acquisition (right).
the sensitive volume, see Fig. 2 top) to a cube of edge
length 50 cm.
The third component is a pair of two synchronized
JAI-Pulnix TM-6740CL cameras. These cameras are
configured to acquire 640x480 grayscale images at 198
frames per second. They are synchronized via an ex-
ternal trigger (CC320 Machine Vision Trigger Timing
Controller, Gardasoft). Two Super Cool-Lite 9 (interFit
Lighting) projectors were used to reduce the flickering
observed due to neon lights.
Markers painted onto the speaker’s face are used
either for studying speech production (those painted onto
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a. b.
FIG. 4: (a) Subject and sensors painted onto his face. (b) Subject and the US probe with the six DOF sensor.
lips and chin), or for compensating for head movements
(those painted onto the forehead and the nose edge).
The different modalities, including the audio record-
ing system, are supervised by a control PC which uses
four RAID0 disks to achieve a transfer speed around 360
Mo/s. The acquisition software was developed with Mi-
crosoft Visual Studio 2008 in C++. In addition to of-
fering a simple access to the acquisition libraries (the
acquisition and control libraries Sapera LT SDK to cap-
ture images with the two cameras, and the audio compo-
nent of the DirectSound of the DirectX API to record the
speech signal), it also enables a direct access to low level
Windows primitives (CreateFile/WriteFile API) which
turned out to be necessary to benefit from the full poten-
tial I/O transfer rates of the RAID disks. A complemen-
tary module used for displaying the orientation of the US
probe is developed in Python (see section IV.A.3).
Fig. 3 presents the room prepared for acquisition
and an acquisition. Fig. 4 presents the subject ready for
an acquisition (with markers painted onto the face, EM
sensors, and the US probe).
III. GEOMETRICAL PRECISION OF THE WAVE
SYSTEM
Specifications given by the manufacturer quote a po-
sitional accuracy estimate of 1 to 2 mm and an angular
accuracy of 0.6◦ within the sensitive volume (see Fig. 2)
for data acquired at 100 Hz simultaneously with up to 6
coils.
We first checked the capacity of the Wave system to
provide accurate data, in the conditions met in our setup.
To evaluate accuracy and repeatability of the measure-
ments, a sensor coil was fixed on a robotic arm, whose
resolution is 0.013◦ on rotation and 0.48 mm on transla-
tion. We tested 3 different positions within the sensitive
volume with a 5DOF sensor coil (Table I). The first po-
sition was taken near the MFG (5 cm), the second at 30
cm, and the third position at 50 cm from the MFG. The
second position corresponds to the approximate location
of the sensors in our subsequent acquisition setup. Mea-
surements were repeated 100 times for each position, and
compared to the ground truth given by the robotic arm.
In the setup of our acquisition system, the US transducer
is tracked by using a 6 DOF sensor (the MagTrax sensor,
see Fig. 5.a). Its tracking may be affected by EM dis-
turbances that the US transducer may cause. We thus
repeated the same experiment with a 5 DOF sensor fixed
onto the transducer (Table I).
Table I presents the results obtained. Errors on
translation were less than 1 mm and less than 0.5◦ on
rotation for positions near the MFG, i.e. the first two
positions (5 cm and 30 cm). The translation error sig-
nificantly increases for the third position (50 cm), with
an error of 3 mm. These accuracies correspond to the
ones given by the manufacturer in (Kirsch, 2005) and
also studied in (Hummel et al., 2002). The results also
showed that the accuracy decreased of about 0.3 mm for
positions near the MFG when the sensor was mounted
on the US transducer. This loss of accuracy is due to
magnetic distortions caused by the ferromagnetic metals
contained in it. However, results demonstrated an ad-
equate accuracy at the second position, i.e. where the
speaker’s head is located when investigating speech pro-
duction. Sensors can thus be used either as pointers or
reference points to achieve the geometrical registration
between the different modalities.
IV. COUPLING US AND EM DATA
The smaller area scanned by the US signal, the
faster the image acquisition rate. It is thus necessary
to find a compromise between the frequency of the US
signal, the image depth, the scanning area and the image
acquisition rate. Since the tongue is located between 3
and 7 cm from the transducer during speech production,
the image acquisition rate is between 50 Hz for a wide
coverage and 100 Hz to observe narrow regions (Fig. 5).
We chose an acquisition frequency of 66 Hz, an im-
age size of 532x434 pixels, a resolution 0.17 mm per pixel,
and a depth of 8 cm. These settings seem to us the best
compromise between the possibilities of the US machine
and the imaging of tongue contours (see Fig. 5.b).
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5 DOF coil 5 DOF coil with an US transducer
Mean of translation Rotation error Mean of translation Rotation error
error (in mm) (in degree) error (in mm) (in degree)
Position 1 0.31 0.39 0.87 0.25
Position 2 0.53 0.50 0.76 0.20
Position 3 3.58 0.84 3.39 0.30
TABLE I: Accuracy of a 5 DOF coil. Distances to the MFG are: 5 cm (Position 1), 30 cm (Position 2) and 50 cm
(Position 3).
(a) (b) (c)
FIG. 5: (a) position of the transducer with an EM
sensor fixed on it. (b): US image acquired at 66 Hz,
approx. 6.8 cm large. (c): US image acquired at
152 Hz, approx. 3.1 cm large.
A. Calibration of the US transducer and the EM system
All data must be expressed in the same coordinate
system before they can be coupled. Since all EM data,
and in particular those tracking the head, are expressed
in a coordinate system fixed with respect to the MFG, we
used this frame as reference. In order to track the motion
of the US probe, a MagTrax 6DOF sensor was mounted
on the probe. Fig. 6 depicts the geometry of the system
and the different coordinate frames involved: REM is
the frame attached to the MFG (reference frame); Rs
is the frame attached to the 6DOF sensor; and RUS is
the frame attached to the US image. A pixel site with
coordinates (c, r) (column index, row index) corresponds
to the 3D point PUS = (c, r, 0) in RUS . This 3D point is






where . means the application of a transform: TEM is
the rigid transform between Rs and REM , it is provided
by the sensor as explained in section II and varies when
the sensor moves; Ts is the rigid transform between Rs
and RUS : it is unknown but fixed; SUS = diag(rh, rv, 1)
is the scaling matrix whose diagonal elements are the
horizontal (rh) and vertical (rv) pixel dimensions.
The calibration procedure consists in recovering the
transformation matrix Ts (3 parameters for the transla-
FIG. 6: Coordinate systems for the calibration of US
imaging with respect to the EM system and
transformations used.
tion and 3 parameters for rotation) as well as both pixel
dimensions (rh, rv).
1. Experimental setup for calibration
The calibration of an imaging modality with respect
to another is generally obtained by considering features,
e.g. points, visible in both modalities. In our case, the di-
rect calibration of both modalities is impossible because
EM sensors are invisible in US images. An object, called
phantom, must thus be designed with known geometrical
properties and features easily detectable in both modal-
ities. Different techniques were tested in the literature
for the US/EM spatial calibration (Mercier et al., 2005),
using different kinds of phantoms: cross-wire with a sin-
gle or multiple point targets, three-wire phantoms, Z-
fiducials, wall phantoms. . . Each design has advantages
and disadvantages in terms of ease of use, accuracy, and
precision. There is no agreement about the best phantom
design. We chose line features as a good compromise to
tackle two difficulties: imaging the features with the US
probe, and automatically detecting the features in the
images. We designed our own phantom, based on the
US phantom proposed by CIRS Inc for 2D evaluation
(Model 555, CIRS Inc., Norfolf, VA). The target lines
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are wires immerged in a background medium calibrated
to mimic the US characteristics of human tissues (in par-
ticular, speed of sound of 1540m/s). However, we had to
complete this basic design in three ways.
First, the model by CIRS Inc. presents one beam
of parallel wires. This enables the whole transform pa-
rameter set to be retrieved, but for a translation along
the common wires direction. Therefore, a second beam
of parallel wires was added, orthogonal to the first one.
Second, each line equation is known, by design, in
a coordinate frame attached to the phantom. Since the
wires had to be localized in REM (Khamene and Sauer,
2005), each wire extremity was marked onto the phantom
casing. A MagTrax probe (see Fig. 2) was used to localize
these points.
Third, each beam was designed to present a differ-
ent and asymmetric pattern in the images to enable au-
tomatic labelling of the lines.
Fig. 7 gives all the characteristics of our phantom.
It was custom built by CIRS Inc., Norfolk, VA.
2. Workflow for the calibration
Equation 1 relates frames REM and RUS . How-
ever, the phantom wire locations are specified within a
phantom-attached coordinate frame Rp. Wires could
easily be localized in REM by pointing the MagTrax
probe at each wire extremity, visible on the phantom
casing. But the EM measurement noise, combined with
the manual pointing inaccuracy hamper the use of those
locations. Therefore, we rather first determined the rigid
transform Tp that related Rp to REM . And in a second
step, the transform Tc = SUS .Ts was calibrated.
a. Calibrating Tp: Once the phantom had been placed in
the measurement volume of the MFG, each wire extrem-
ity was localized in REM with the MagTrax probe: the
positions acquired during a 2 seconds acquisition each
were averaged to reduce the influence of noise. Then the








2 + d(∆i, Tp.Pi,1)
2
where Nw is the number of wires, d(.) is the point to line
Euclidean distance, Pi,0 and Pi,1 are both extremities
of line ∆i, in REM , and ∆i are the equations of the
phantom lines known by design in Rp.
A Powell minimization (Flannery et al., 1992, Chap-
ter 10) was used to minimize this criterion and find the
6 parameters of Tp. We found a residue
√
Cp = 0.65 mm
which is compatible with the precision of the EM sensors.
As a result, each target line could be expressed in REM
by applying Tp.
b. Calibrating Tc = SUS .Ts: The transform Tc was deter-
mined in two steps:
• Initialization: An US image was taken showing
only the beam along the Z direction. Since those
wires are parallel, there exists an affine transform
between the pattern as seen in the US image, and
the pattern shown on Fig. 7 (left). Four wires were
manually identified in the image (see Fig. 8 (left))
to estimate this transform. This transform provides
estimates for the pixel dimensions r0h and r
0
v, as well
as the in plane rotation and translation. Assuming
the US image plane is orthogonal to the Z direction
in Rp, i.e. there is no out-of-plane rotation, and
leaving out the unknown out-of-plane translation,
provides a complete rigid transform T that relates
Rp to RUS . Tc is initialized as:







where TEM is given by the probe-attached Mag-
Trax sensor.
• Optimization: Various US images are taken with
the tracked probe, in diverse orientations, includ-
ing images showing both orthogonal wire beams.
A strong bilateral noise reduction filter (window
size=10 pixels, spatial standard deviation=10 pix-
els, followed by a threshold are applied on each im-
age. The wire markers are extracted as the center
of gravity of the resulting spots (connected compo-
nents) and automatically labelled with wire indices.










where Qi,j is the detected marker corresponding
to ith wire in the jth image, L∗j is the index set
of lines that intersect the image plane in the jth
image and matches a detected marker in the US
image, Nm is the total number of matches in all
images, Π is an operator that computes the inter-
section of a line with the plane z = 0, and d(.) is the
2D Euclidean distance. Note that TEM , given by
the probe-attached sensor, depends on the image
and is therefore indexed by j. Since our initializa-
tion procedure proved to be good enough, a Powell
minimization was used to determine the transform
Tc (8 parameters). Fig. 8 (right) provides a sample
calibration result. We found a residue
√
Cc = 8.861
pixels. The US image resolution was estimated
in the process and found to be 0.174 mm in the
horizontal direction and 0.184 mm in the vertical
direction. The significant difference with the fig-
ures provided by the US system highlights the need
for calibrating the image resolution. Moreover, the
anisotropy of the pixel size cannot be neglected and
has a significant impact on the registration accu-
racy.
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FIG. 7: Specifications of our phantom designed for US/EM spatial calibration. The black crosses on the left give the
extremities for the set of wires parallel to the Z direction. The basic spacing is 1cm. The black crosses on the right
give the extremities of the second set of wires parallel to the X direction, they are intertwined with the first set with
a shift of 0.5 cm along the Y direction. The photo in the middle displays the coordinate axes and shows the wire
extremities of both sets marked in white on all four faces of the phantom casing.
3. Direction of the US probe
The geometrical calibration enables the positions of
the US data to be known in the EM coordinate system.
However, the US probe has to be oriented by the ex-
perimenter in the subject’s mid-sagittal plane to capture
relevant articulatory data. During preliminary acquisi-
tions, we noticed that some US sequences were not cor-
rect because the plane of the transducer did not contain
the sensors glued on the tongue and assumed to lie in
the mid-sagittal plane. To cope with this problem, we
developed a graphical interface displaying the respective
positions of all the sensors as well as the US plane. When
the sensors on the tongue are too far from the US plane,
a red warning is displayed to ask the experimenter to
correct the probe position.
V. SYNCHRONIZATION
All the modalities of our system are linked to a
control PC which controls the recording process of each
modality. The setup between all the different devices
used for the speech acquisition is summarized on Fig. 1.
The main recording characteristics of each modality are
summarized in Table II.
When dynamic data are recorded with several
modalities, a synchronization process is required to align
them on the same temporal scale. This implies that the
acquisition time of data acquired with each modality is
expressed into a common reference time frame. This pro-
cess must be carefully achieved because a temporal mis-
alignment error, i.e. a spurious delay between data may
be disastrous. For example, an error of 2% on the acqui-
sition frequency of audio data (43.2 kHz instead of the
theoretical value of 44.1 kHz) generates a shift of 300 mil-
liseconds on audio data after 15 seconds of acquisition.
Despite its importance, the problem of synchroniza-
tion in multimodal recording systems is generally under-
estimated. In (Whalen et al., 2005) and in (Stone, 2005),
a video camera recorder was used to synchronize sound
with US images (by downsampling US images at 30 Hz,
i.e. the frequency of the NTSC format). Stone (2005)
observed a variable delay of up to several seconds be-
tween sound and US images on the output sequences.
In the articulograph system, an external trigger is used
but Qin and Carreira-Perpiñán (2007) have noticed a de-
lay of 15 milliseconds between audio and EM data. Be-
cause the source of the synchronization error is hardly
identifiable (this could be a delay between the acquisi-
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EM US stereo vision audio
Frequency 100 Hz 66 Hz 200 Hz 44100 Hz
Recording time unlimited 15 seconds unlimited unlimited
Data format TXT files DICOM PGM images WAV files
Recording process Real time Record button Real time Real time
TABLE II: Main characteristics of the modalities.
FIG. 8: EM/US calibration: (left) manual identification
of 4 points to initialize Tc (disks); (right) a sample
result after iterative optimization: automatically
extracted wire markers (disks), the position of the wires
after optimization (diamonds), the circle in the bottom
left of the image has a radius of 1 mm.
tion and the recording of the data, a bad acquisition fre-
quency given by the manufacturer, the time required by
the synchronization material to process the data. . . ), the
synchronization of the multimodal data is often not well
addressed in the existing acquisition systems.
A. Experimental synchronization process
All modalities are recorded by the control PC and
each of the recorded data is time stamped according to
the time of the control PC considered as the reference
time frame. The time stamp is redundant and contains
the time elapsed since the acquisition started given by
the internal PC clock which has a very high precision,
and the number of audio samples recorded. This dou-
ble stamping allows the inaccuracy of the audio sampling
frequency to be compensated for. Recording is thus com-
pletely independent from the sampling frequencies of all
the acquisition devices used by the system.
The delays between the acoustic signal acquisition
and each other acquisition modality are then measured
experimentally. The synchronization thus amounts to
subtract each of these delays to the corresponding mea-
sure.
We now describe the experimental process for com-
puting the delays between all the modalities and the ref-
erence time frame. An event, easily identifiable in both
the acoustic and the target modalities, is generated. In
the reference time frame, timestamps of this event are
identified for each modality. Their difference estimates
the delay between both modalities. This procedure was
repeated several times to obtain an evaluation of the
standard deviation of the delay so as to check its sta-
bility across several acquisitions. Since all data of the
modalities could be time stamped by the control PC, the
estimation of the acquisition frequency was not required.
1. Audio-Electromagnetic synchronization
Fig. 9 shows the experimental setup for the au-
dio/EM synchronization. A user hit the microphone with
the MagTrax probe. This events was visible on both the
EM signal (the movement of the EM pointer stops) and
on the audio signal (peak).
We found a mean delay of 67.8 milliseconds with a
standard deviation of 8.9 milliseconds for 20 experiments.
Since the standard deviation was less than half the ac-
quisition period of the EM system, the variability of the
delay was considered as negligible. But the mean value
of the delay shows that there was a difference of 3 EM
samples between an audio sample and its corresponding
EM sample.
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FIG. 9: Experimental protocol for audio/EM
synchronization: an EM pointer hits the surface of a
microphone.
FIG. 10: Experimental protocol for audio/video
synchronization: a ball hits the bottom of a plastic
bottle. The scene is recorded with a stereo vision
system.
2. Audio-Stereo vision synchronization
Fig. 10 shows the experimental setup for the au-
dio/video synchronization. The event was a ball hitting
the bottom of a plastic bottle. This event was both visi-
ble on the video images and on the audio signal.
The mean delay was 9.78 milliseconds with a stan-
dard deviation of 0.23 milliseconds for 20 experiments.
Since the standard deviation of the delay was less than
half the acquisition period of the video system, its vari-
ability was considered as negligible. The mean value of
the delay showed that there was a difference of 2 video
samples between an audio sample and its corresponding
video sample.
FIG. 11: Experimental protocol for audio/US
synchronization: a stick hits the bottom of a plastic
container (Fig. 5.a). This event recorded by the
microphone is also visible in the US image (Fig. 5.b).
3. Audio-ultrasound synchronization
Our US machine, as many commercial ones, has two
particularities: the duration of the recording is limited
(15 seconds whatever the acquisition frequency) and the
recording process is launched by pressing a recording but-
ton which saves the last 15 seconds on the US hard disk.
In our system, a pulse is sent from the control PC to the
US system, simulating a push on the recording button
of the US system at the end of the acquisition. Techni-
cally, we built a cable plugged into the serial port of the
control PC and linked to the recording button of the US
system. For this reason, each US image cannot be time
stamped by the control PC and only the pulse trigger-
ing the recording is visible in the reference time frame of
the control PC. Therefore, in addition to the estimation
of the delay between sending the pulse and recording the
last US image, an estimation of the acquisition frequency
of the US system must be calculated. This enables each
US image received by the control PC to be time stamped.
Fig. 11 shows the experimental setup for the audio/US
synchronization. The event was the impact of a stick
with the bottom of a plastic container full of water. This
event was visible both on the US images and on the au-
dio signal. This event was repeated several times during
a same US sequence of 15 seconds.
The mean delay was 14.9 milliseconds with a stan-
dard deviation of 8.2 milliseconds for 20 experiments.
Since the standard deviation is more than half of the
acquisition period of the US system (15.1 ms), the delay
variability corresponds to +- 1 US image. These exper-
iments also enabled the sampling frequency to be evalu-
ated at 65.92 Hz with a standard deviation of 0.02 Hz.
Even if the standard deviation is very low, meaning that
the acquisition frequency is stable, a frequency slightly
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lower than that provided by the manufacturer (66 Hz)
has been found. This difference is not negligible after
several seconds of US acquisition (1 US sample after 15
seconds), which proves that the determination of the fre-
quency is necessary.
VI. MERGING US DATA WITH STEREO VISION AND
MRI DATA
In many cases, for instance the creation of a full
talking head model, it is necessary to use other modal-
ities apart from US images, as they only allow for the
tongue to be visualized. The speaker’s face and the fixed
vocal tract wall (mostly composed of the hard palate)
were acquired using other modalities, and all these need
to be merged together. Geometrical face measures are ac-
quired by means of the two synchronized cameras forming
the stereo vision system (Wrobel-Dautcourt et al., 2005),
which provides the 3D positions of markers painted on
the speaker’s face. Similarly to the US probe, stereo vi-
sion has been calibrated via classical calibration methods
used in computer vision. For practical reasons (essen-
tially the ferromagnetic nature of the calibration target)
it was not possible to compute the geometrical transfor-
mation between stereo vision and the EM system, and
thus to register these two modalities directly.
Of course, it is unimaginable to use EM sensors in-
side the MRI machine used to determine the hard palate
geometry and it is necessary to call on another technique.
The solution consists of registering the cloud of face data
measured with any two systems (stereo vision, electro-
magnetography, magnetic resonance imaging) by com-
puting the rigid transformation between these two point
clouds via the iterative closest point algorithm (Besl and
McKay, 1992), which is intensively exploited in computer
vision.
The clouds of points correspond to markers painted
on the speaker’s face for stereo vision, to points mea-
sured by scanning the speaker’s face with a MagTrax
probe, and to the face surface extracted from a 3D MRI
acquisition of the speaker’s head (see Fig. 12).
From a practical point of view this algorithm works
best when one of the two clouds of points corresponds to
a fairly fine mesh. We thus used a high resolution scan of
the face of the speaker (acquired with a 3D InSpeck sys-
tem) as a common reference surface. The ICP algorithm
is thus applied between one cloud of points (stereo vi-
sion, electromagnetography, MRI) and the digitized face
surface. The four clouds of points or surface correspond
to the face at a rest position.
This registration strategy enables US images to be
merged with stereo vision or MRI data via the EM sys-
tem. We exploited the latter possibility in the experi-
ments presented in the next section.
VII. VALIDATING EXPERIMENT AND EXAMPLE OF
MEASUREMENT WITH THE SYSTEM
A. Impact of tracking the US probe via the EM system
The first experiment was intended to illustrate the
positive impact of tracking the US probe along the ac-
quisition versus the strategy of keeping the probe posi-
tion measured in the first image of the sequence. The
speaker’s face and the US image had been registered to-
gether as explained in the previous section.
Fig. 13 illustrates the tracking vs non-tracking im-
pact on four images extracted from a sentence. The left
images were obtained by taking into account the vari-
ability of the probe position during the acquisition given
by the sensor glued on it whereas the right images did
not take into account the probe position. In addition
to the sensors used to track the speaker’s head and the
US probe, two sensors were glued on the tongue (one
on the tongue blade and a second close to the tongue
tip). It turned out that both sensors remained in con-
tact with the tongue as expected in the tracking strategy
(left images) whereas they substantially deviated from
the tongue in the second case. This clearly shows the
importance of tracking the US probe during the acquisi-
tion.
B. Measuring the tongue to palate distance by merging
ultrasound and MRI data
Evaluating the positions of the speech articulators
is crucial for a better understanding of articulatory ges-
tures and speech production. Of particular interest is the
tongue to palate distance, and the place where it is min-
imal. This measure is important since it can be related
to the acoustic properties of the speech sounds. How-
ever, it cannot be measured directly in normal phonatory
conditions. Indeed, US only provides information on the
tongue surface alone, and in the other hand MRI provides
insufficient sampling frequency, triggers Lombard effect
due to the strong environment noise, and could also alter
speech articulation due to the supine position.
In the second experiment reported here, we used
this measure to investigate and design an MRI protocol
intended to acquire one hundred high definition static
3D MRI images of the vocal tract with the objective of
building an articulatory model. We were particularly in-
terested in the consequences of stopping phonation dur-
ing the acquisition. Indeed, subjects are traditionally
instructed to maintain the same articulation, i.e. keep-
ing all articulators as motionless as possible even if they
are obliged to stop phonation during the acquisition. We
thus exploited our system to measure the temporal evolu-
tion of the tongue to palate distance in several conditions
of phonation; more details can be found in (Laprie et al.,
2014). Several vowels were recorded with this protocol.
Here we focus on the technical aspects related to the ex-
ploitation of our acquisition system and we thus present
results for one vowel only.
The tongue contour is visible in US images and the
11
ICPICPICP
FIG. 12: Clouds of points obtained by stereo vision (left, the underlying mesh is shown), by electromagnetography
(middle, by scanning the speaker’s face with an electromagnetographic pointer) and by MRI (right). The digitized
face (bottom) is used as the reference surface to perform ICP.
palate surface in MRI images recorded beforehand for
the subject involved in this experiment. Both modali-
ties have been merged as explained above. Concerning
the impact of acquisition strategies, our system presents
the strong advantage of not requiring any sensor to be
glued onto the tongue like EMA. This guarantees mini-
mal perturbation of the tongue movements (Katz et al.,
2006).
The US sampling frequency was set to 66 Hz and
that of the Wave system to 100 Hz. Each acquisition
produced an US sequence of 975 images. The tongue
contour was delineated by hand every 5 images, and ev-
ery 2 images when the tongue movement was fast. Two
measures were realized: the minimal distance between
the tongue and palate, and the place where it is mini-
mal (see Fig. 14). The palate surface is derived from
the series of sagittal slices corresponding to one MRI ac-
quisition. The place where the distance is minimal is
measured as the length of the IP curve (see Fig. 14).
Point I is located at the contact point between the cen-
tral incisors and the palate.
Two acquisition strategies were compared. In the
first strategy the speaker was asked to stop phonation,
and in the second to silently articulate the vowel. Fig. 15
shows the two articulation strategies for the vowel /u/
and enables their comparison. Fig. 16 shows on the same
graphics the minimal tongue to palate distance and the
place where it is minimal, for the strategy when phona-
tion is stopped. The tongue to palate distance increases
approximately 2.5 millimeters when phonation stops and
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FIG. 13: Comparison of the registration by tracking the
US probe (left colum) and by keeping the US probe
position when acquisition starts (right column). Each
row corresponds to one frame of the acquisition. Each
image shows the speaker’s face, the US image and the
EM sensors are represented as gray spheres. There are
two sensors glued behind ears, one on the nose edge,
one on the US probe and two on the tongue.
FIG. 14: Tongue to palate distance measurement. The
minimal tongue to palate distance corresponds to the
segment PT and the location where the distance is
minimal is measured as the length of the IP curve.



























FIG. 15: Minimal distance between the tongue and the
palate for the vowel /u/ in two conditions: (+)
phonation stopped when recording starts, (*) silent
articulation.
remains almost constant for silent articulation. Beyond
the interpretation of these results, this figure shows that
fine changes in the position of the tongue can be detected
reliably. These measures would not have been possible
without the calibration of acquisition modalities involved
in the ARTIS system and merging with another modality,
here MRI.
VIII. CONCLUSION
A protocol and methodology for designing a mul-
timodal acquisition system were presented. Calibration
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FIG. 16: Minimal distance between the tongue and the
palate (solid line) and position of the palate point
minimizing the distance to palate (dashed line) when
phonation stops. For the second curve zero corresponds
to the point I on Fig. 14.
and registration techniques used in the ARTIS system
present the strong advantage of resting on techniques
well founded from geometrical and mathematical points
of view. Each stage of the acquisition process, either ge-
ometrical calibration or synchronization, gave rise to a
rigorous assessment so as to evaluate its precision. This
substantially improves the relevancy of data collected.
Furthermore an automatic procedure for fusion en-
ables several modalities that cannot be used at the same
time to be combined, for instance MRI to measure the
hard palate and other walls of the vocal tract and US
imaging to measure tongue movements. This is particu-
larly interesting to investigate how the tongue form con-
strictions in the vocal tract and how these constrictions
change over time. Finally, unlike others, our system does
not require immobilization, which contributes to keep a
natural articulation during acquisition of data.
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